Objective: Ultrasound elastography is gaining traction as an accessible and useful diagnostic tool for such things as cancer detection and differentiation and thyroid disease diagnostics. Unfortunately, state of the art shear wave imaging techniques, essential to promote this goal, are limited to high end ultrasound hardware due to high power requirements; are extremely sensitive to patient and sonographer motion; and generally suffer from low frame rates.
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Motivated by research and theory showing that pressure wave velocity carries similar diagnostic abilities to shear wave imaging, we present an alternative approach using single sided pressurewave velocity measurements from a conventional ultrasound probe, enabling elasticity based diagnostics using portable and low cost devices.
Methods: In this paper, we present a single sided sound speed inversion solution using a fully convolutional deep neural network. We use simulations for training, allowing the generation of large volumes of ground truth data.
Results: We show that it is possible to invert for longitudinal sound speed in soft tissue at super real time frame rates. Our method shows exceptional results on simulated data, and highly encouraging initial results on real data.
Conclusion: Sound speed inversion on channel data has significant potential, made possible in real time with deep learning technologies.
Significance: High end ultrasound devices remain inaccessible in many locations. Utilizing pressure sound speed and deep learning technologies, brings the same quality diagnostic abilities to low power devices at real time frame rates. Potential frame rates also enable dynamic functional imaging, impossible with shear wave imaging.
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I. INTRODUCTION
Abnormalities in mechanical tissue properties, tissue structures, and the spatial arrangement of properties and structures are useful in disease diagnosis in various organs, including the kidneys [1] , [2] , thyroid, muscle, breast [3] , [4] , liver [5] , [6] , and prostate. Tracking changes to tissue properties, tissue structure, and the spatial distribution of both is useful for monitoring disease progression as well as response to therapeutic interventions.
Embedded in ultrasound signals is information about the mechanical (and acoustic) properties of the tissue through which the ultrasound waves have propagated or from which ultrasound waves have been reflected. Properties include the This work has been submitted to the IEEE for possible publication. Copyright may be transferred without notice, after which this version may no longer be accessible.
M longitudinal-wave speed of sound, shear-wave speed of sound, tissue density, attenuation, shear modulus, and bulk modulus. As part of the classical B-mode imaging process however, significant parts of this information are discarded through the application of beam forming (delay and sum focusing) and envelope detection. The ability to provide diagnostically relevant physical measurements in real time is highly enticing, and can greatly assist the physician's workflow. All the more so, if these measurements can be produced on low cost hardware, and not be limited to high end ultrasound devices. It will improve real time decision making for experts while at the same time make high level of care more accessible in locations where direct access to experts is limited, such as the developing world and rural areas.
The past several years have seen a burst of interest in the use of AI for improving the physician's work flow, from automatic analysis and improvement of medical images to incorporating medical data and physician notes into diagnostics. Considerable research has gone into analyzing image attributes for the purpose of using them as disease biomarkers. However, the vast majority of this research effort has taken the imaging process itself as given, and has focused on processing arXiv:1810.00322v3 [cs.LG] 10 Dec 2018 the images coming from the fixed process. There has been considerably less work on the use of Deep Learning for the inverse problem applied to raw signals, i.e. channel data.
In this work we exploit the information embedded in the raw ultrasound channel data signal. As depicted in Fig. 1 , we take ultrasound channel data and generate the sound speed map of the tissue, without going through an imaging or beam-forming step. This resulting information is invaluable both directly for diagnostic purposes, as well as indirectly, for improving the image formation process and final image quality. To achieve this end, we harness the power of deep convolutional neural networks. We present exceptional results on simulation data as well as encouraging initial results on real data.
This work is the first step towards implementing a full waveform solver for recovering more general elastic and viscoelastic tissue parameters using Deep Learning, and shows the viability of this framework to such applications. Despite numerous applications of various inverse problem between different image domains, this is the first implementation we are aware of which applies a Deep Learning framework to raw time domain RF type signals. This is also the first solution we are aware of that works toward single-sided full waveform inversion in the ultrasound domain. We emphasize that the resulting technique works directly on a standard ultrasound probe.
A major advantage of our system is that it can work at real time frame rates, with the current implementation running at over 150fps on a single NVIDIA 1080Ti GPU. It requires only a small number of transmits, and can therefore run in parallel to standard imaging. More than that, the physical limitation on frame rates is on the order of 3000 frame per second. This opens the door to doing dynamic functional imaging.
II. BACKGROUND AND PRIOR WORK
As previously discussed, our end goal with this work is to measure a physical tissue property with direct diagnostic relevance. The current state of the art is shear wave elastography. The driving motivation is that shear wave velocity is directly related to the shear modulus, which in turn, under appropriate assumptions, to the Young's modulus.
We take an alternate route, as is taken by travel time tomography, to measure the pressure speed of sound. Under similar assumptions to shear wave elastography, pressure wave velocity is similarly related to the shear modulus, with the limitations that it is also controlled by the bulk modulus. Current research however shows that it contains similar diagnostic merit.
In this section, we start by giving a brief overview on the physics and techniques for shear wave elastography and tomographic ultrasound elastography. We continue by giving an overview of the clinical motivation for using these metrics for diagnostics. Finally, we give an overview of deep learning in the context of medical imaging.
A. Elastography and full waveform inversion
The currently prevailing model for ultrasound elastography of soft tissue is that of a linear isotropic elastic material. While this does not account for non-linear effects, it is still useful for diagnostic purposes for most soft tissues, and can still be relatively easily extended to include the viscoelastic based attenuation by employing a complex sound speed.
Under this model, tissue properties can be described using density and two independent elastic coefficients. Some of the commonly used pairs are Young's modulus (E) and Poisson ratio (ν), bulk modulus (K) and shear modulus (G), and the two Lamme parameters (λ and µ). Note that the shear modulus and Lamme's second parameter are the same in this case. The Young's modulus is most often used to describe tissue stiffness, and is the value most closely related to what we intuitively perceive as material stiffness. The complementary elastic parameter, either the poison ratio or shear modulus, as well as the density, are often assumed to be constant, and dominated by the tissue's high water content.
The pressure wave (also known as p-wave, primary wave or longitudinal wave) is an acoustic wave used for ultrasound imaging, and travels at 1540 m/s on average in soft tissue. The shear wave (also known as s-wave, secondary wave or transverse wave) is measured indirectly in ultrasound elastography, using pressure waves, and is much slower. It travels at velocities on the order of 3 m/s in healthy tissue, and up to 60 m/s in highly pathological tissue. When working in the linear acoustics regime in soft tissue, as is the case for medical ultrasound imaging, the pressure waves and the two orthogonally polarized shear waves are independent, and only distinctly couple at strong discontinuities. This, together with the vast velocity difference between the two wave types, allows the use of pressure waves to image shear wave propagation, and is the basis for shear wave imaging.
Ultrasound shear wave imaging, is the currently deployed state of the art [7] , [8] , [9] . Common methods of shear wave generation include acoustic radiation force (ARFI) [8] and supersonic shear wave [10] , [11] . A mechanical shear wave is generated in the tissue and its propagation velocity is tracked using pressure waves. Some devices return the actual measured shear wave velocity, while others approximate the Young's modulus by assuming that the Poison ratio and mass density are fixed [12] , [13] and using the relation
With C shear denoting the shear wave velocity. These methods however are limited to high end devices due to high power and probe requirements. They also generally suffer from low frame rates, long settling times, and high sensitivity to sonographer and subject motion. Active research is being conducted on tomographic ultrasound imaging for travel time tomography and full waveform inversion, mostly focused on breast [14] , [15] , [16] , [17] , [18] , [19] , [20] , and musculoskeletal [21] , [22] imaging, both showing promising prospects. Current implementations in actual tissue, however, require a full circumferential field of view, limiting them to small body parts. Both are also extremely computationally expensive and sensitive to noise and choice of initial conditions.
Single-sided techniques are in use in the seismic domain, but usually require operator intervention for good results. [28] , [29] use in medical ultrasound imaging is limited, and is generally performed based on focusing techniques or PSF analysis on the final b-mode image, and not by an inversion method [23] , [24] , [25] , [26] , [27] . The motivation for both approaches can be derived from looking at the dependence of the shear wave velocity and pressure wave velocity on the underlying physical properties.
where C denotes the appropriate speed of sound. Under the previously stated assumption of a constant bulk modulus and density, at least to a first order approximation, both squared velocities depend linearly on the same single value, the shear modulus, in turn directly related to the value of interest, the Young's modulus.
B. Clinical motivation
Short of attaining fully automated diagnostics, the next best thing is to solve the inverse problem of measuring physical tissue properties. Focus is given to properties that can be used directly by the physician as reliable disease biomarkers. Achieving that end in an accessible and easily undertaken way can greatly improve the physician workflow as well as make quality health care much more accessible.
Current research is mostly split in two directions, shear wave elastography and ultrasound tomography, both travel time tomography and full waveform inversion. Table I presents Young's modulus values for several healthy and pathological breast tissues as given by [28] , [29] . As can be seen, Young's modulus has strong predictive value for detecting and differentiating pathological tissue.
Researchers have also shown that pressure wave sound speed has similar diagnostic ability to shear wave imaging [30] , [31] , [32] , [20] , [33] , [34] . Some of these results taken on breast tissue are presented in Table II (extracted from [32] ).
Using longitudinal speed of sound as a substitute for transverse speed of sound presents several potential advantages. For starters, longitudinal waves travel significantly faster in tissue than transverse waves, allowing for much higher frame [32] rates. Secondly, transverse waves cannot be detected directly on the probe, due to their strong attenuation in tissue along with low sensitivity of the Piezo sensors to transverse motion. As a result they are only imaged indirectly by their effect on longitudinal waves. The particle motion that is detected is on the order of 10 microns, resulting in measurements that are highly sensitive to probe and subject motion. The amount of energy required to generate shear waves using acoustic radiation force is also high, requiring correspondingly high powered devices. This in turn limits this technology to high end ultrasound machines; furthermore, frame rates must be lowered due to FDA limitations on transmission power and long settling times. As a clinical imaging modality, ultrasound is different from modalities such as CT and MRI in that it uses non-ionizing radiation, is mobile, and has significantly lower purchase and operating costs than most other medical imaging alternatives. The mode of operation is also quite different, as an interactive exploratory approach is taken. The operator can move the probe around, vary applied pressure, and adapt to findings in real time, making real time quantitative diagnosis techniques that much more important. On the down side, different tissue types are not differentiated in the images, requiring more experience to interpret the images.
C. Deep Learning
The astounding success of Deep Learning in fields including computer vision, speech recognition, and natural language processing is by now widely known. Neural networks have achieved state of the art results on many benchmarks within each of these fields. In most cases, the networks in question are relatively deep (tens or hundreds of layers), and are trained by stochastic gradient descent or related techniques, as implemented by the standard backpropagation algorithm.
Deep Learning has also achieved great success in medical imaging on standard computer vision tasks, such as classification [35] , detection [36] , and segmentation [37] . However, it is only more recently that Deep Learning has been applied to problems in sensing and image reconstruction. The growing popularity of this trend is exemplified by the recent special issue (June 2018) of TMI which was devoted to this topic. The issue contained many papers related to both CT and MRI. Within the realm of CT, a variety of topics were examined, including artifact reduction [38] , denoising [39] , [40] , and sparse-view [41] , [42] and low-dose [43] , [44] reconstruction. Papers on MRI tended to focus on Deep Learning approaches to compressive sensing [45] , [46] , [47] . Deep Learning has also been applied, though not quite as widely, to PET [48] , [49] and Photoacoustic Tomography [50] , [51] . Furthermore, we note that in the broader signal processing community, work has been devoted to applying Deep Learning techniques to general reconstruction problems, such as compressive sensing [52] and phase retrieval [53] .
Within the field of ultrasound, Deep Learning has been successfully employed in a few areas. Vedula et al. [54] train a multi-resolution CNN to generate CT quality images from raw ultrasound measurements. Yoon et al. [55] apply Deep Learning to produce B-mode images from a small number of measurements, which can circumvent the heavy computational load imposed by competing compressed sensing algorithms. Tom and Sheet [56] propose a method for generating Bmode images based on generative adversarial networks, which obviates the need for running expensive wave equation solvers. Luchies and Byram [57] apply Deep Learning to the problem of beamforming in ultrasound, for the purpose of minimizing off-axis scattering. Reiter and Bell [58] use a CNN to identify a common type of ultrasound artifact, namely the reflection artifact that arises when a small point-like target is embedded in the middle of an echogenic structure.
Finally, we note that Deep Learning has also been applied in non-reconstruction tasks to ultrasound, including classification [59] , [60] and segmentation [61] .
III. SIMULATIONS
Collecting real world ground truth data in quantities sufficient for training a neural network, is practically impossible. This leaves us with the alternative of using simulated data.
For training purposes, we have developed a simplified soft tissue model for organs and lesions. We model tissue as a uniform background with a mix of between one and five randomly selected ellipses, randomly selecting position, size and rotation using a uniform distribution. The sound speed for the background and each of the ellipses is randomly selected with uniform distribution in the range of 1300 m/s and 1800 m/s. Random speckle is added in the density domain, with a mean mass density of 0.9 g/cm 3 , uniformly distributed mass density variations between −3% and +6% and a mean distribution density of 2 reflectors per λ 2 . Attenuation is fixed at 0.5 dB/(M hz · cm), or 2.5 dB/cm at the center frequency of 5 M Hz. For the recovered domain we chose the central section, 1.875 cm wide by 3.75 cm deep. This is guided by two considerations: (1) coverage limitations due to maximum aperture size (2) the desire to show that our method can handle signals arriving from outside the recovered domain. The setup is depicted in Figure 2 .
The numerical solver we work with is the k-wave toolbox for MATLAB [62] , [63] . It presents a compromise that can deal with both discontinuities as well as speckle noise over non-uniform domains, while maintaining decent run times on an NVIDIA GPU.
We model the sensor based on our physical system, a Cephasonics ultrasound system, capable of transmitting on 64 channels at a time. The ultrasound probe is a 1D linear array transmitting at a central frequency of 5 MHz. The probe face is 3.75 cm wide and contains 128 elements. The probe plane is located just outside the PML with four grid points per Piezo For the transmit pattern we are limited by three parameters: simulation time, network resources, and signal to noise ratio (SNR). Both simulation time as well as network run time / resources are controlled by the number of pulses. In this work we use either one or three transmit pulses. This prevents us from using the classic scanning focused beam imaging approach. Due to SNR issues, using point source transmits, i.e. transmitting from a single element, is also problematic. As a result, we choose to work with three plane waves: one direct plane wave transmitted from the center of the probe, and two diagonal plane waves from the edges. These plane waves are depicted in Figure 2 .
IV. NETWORK SETUP
We now describe the structure of our neural network. We wish to map signals to signals, hence we use a type of fully convolutional neural network (FCNN) -that is, there are no fully-connected layers, only convolutional layers, in addition to various non-linear activations. However, most FCNNs assume the input and output sizes are identical, whereas that is not the case in our setup. Therefore, we use striding within the convolutions in order to effectively achieve decimation.
Our base network architecture is depicted in Figure 4 , and possesses an "hourglass" structure. In examining Figure 4 , note the C × H × W convention is used to describe the size of the layer's output: that is, number of channel times height times width. The structure is referred to as hourglass due to its shape: in the initial layers (shown in orange in Figure 4 ), the resolution decreases, i.e. H and W both decrease; while the number of channels increases, from the initial 1, to 32, 64, 128, and finally 512. Thus, the layers get smaller but longer. In the second half of the network (shown in blue in Figure 4 ), the process is reversed: the resolution increases, while the number of channels goes down, finally reaching a single channel at the output. Thus, the layers get larger but shorter. Note that due to the input geometry and output aspect ratio, one linear interpolation step is required. This is due to the fact that the resolution increase is not a factor of two, going from a vertical resolution of 152 to 256.
We now describe the architecture in greater details, paying attention not just to the convolutional structure but also to the various activations used. On the downsampling path, the first four stages consist of a strided 3 × 3 convolution followed by batch normalization and a Relu operation. Note that the stride used is 2 in the width dimension, which has the effect of downsampling that dimension by a factor of 2. (In fact, the downsampling factor is sometimes not exactly 2; this is due to the nature of the convolutional padding used in the particular layer.) The following three stages consist of an ordinary (nonstrided) 3 × 3 convolution followed by batch normalization, Relu and a 2 × 2 maxpool. The latter operation has the effect of reducing the resolution by a factor of 2 in both height and width dimensions (again, approximately, depending on the convolutional padding used). For the upsampling path, each of the first three stages consist of a 3 × 3 convolution followed by batch normalization, Relu and a ×2 up-sampling. The fourth stage involves a 3 × 3 convolution followed by batch normalization, Relu and linear interpolation. The fifth stage is a 3 × 3 convolution followed by batch normalization, Relu (and no upsampling / interpolation). The final stage is a 1 × 1 convolution, which reduces the number of channels to one, and generates the output.
The base network shown in Figure 4 has the capability of dealing with a single plane-wave. We would like to use a variant of this base network for dealing with three planewaves. Three different possibilities are depicted in Figure 5 . In the "Start Network", the three plane waves are simply concatenated into a 3-channel image, and the remainder of the base network is identical. In the "Middle Network", the three plane-waves are each passed into identical subnetworks for the downsampling part of the base network; the results are then concatenated channel-wise, and then remainder of the upsampling part of the base network is the same. In the "End Network", the same idea is used, but the channel-wise concatenation only happens at the very end, prior to the 1 × 1 convolution. Note that for both Middle and End Networks, weight-sharing in the training phase ensures that each planewave is treated identically.
V. EXPERIMENTAL RESULTS
Let us now shift our attention to experimental validation. We will present results for both synthetic data as well as initial results for real data. For the training of the neural network, we used the k-wave toolbox for Matlab to generate 6026 random training samples and 800 test samples using the procedure described in Sec III. Before feeding the data into the network, gain correction is applied at a rate of 0.48 dB/µs (2.5 dB/cm at 1540 m/s). The channel data signals are then cropped in time to remove the transmit pulse, as depicted in Figure 6 . This is done to remove the transmit signal that is several orders of magnitude stronger than the back-scattered signal, skewing signal statistics and results. Our physical system also suffers from electrical crosstalk in this temporal range during transmit, corrupting the data farther, as seen in Figure. 1a. Figure 7 presents reconstruction results on several samples from the test data. Recovery works well on larger objects but can miss fine details, as can be seen for example in image 16. Figure 8 shows absolute error values for the samples shown in Figure 7 , with a threshold at 50 m/s. Another thing we can see is a slight misalignment at the edges. Consequently, although we do show the classic root mean square error (RMSE) values, it does not convey the full story. The RMSE norm is an L 2 norm, making it sensitive to outliers. Thus we also report mean and median absolute errors, which are less sensitive to outliers. Furthermore, to present error numbers which deemphasize the issues due to localization around discontinuities, we further report the following modified error value: for each pixel, we take the minimum absolute error within a window with a radius of 5 pixels, for both the mean and median cases. For the mean error, in both cases both the mean absolute error (µ) as well as the standard deviation (σ) are reported. Results for all error measures are presented in Table III .
A. Results: synthetic data
Available research suggests that for clinically relevant results, measurement accuracy on the order of 30 m/s is useful. All results are well within that range, and error measures that account for outliers at edges are an order of magnitude better. While more work is required to improve results on real data, we see very strong potential with our proposed technology.
We now turn to the issue of multiple inputs, that is, the use of multiple plane waves in image formation. While combining multiple inputs at the first layer ("Start Network") . Image (a) shows the results for the reconstruction using the single central plane wave. Image (b) shows the reconstruction using three plane waves and the "Middle" network (see Figure 5 ) does not improve reconstruction results, combining in both the middle ("Middle Network") and the end ("End Network") does provide some improvement, as can be seen Table III and Figure 8 . However all cases are close to the recovery limit, so we expect more value in terms of stability to noise when dealing with real data.
B. Results: real data
For the case of real data, we look at three data-sets: (1) a polyurethane phantom with an inclusion (Fig. 9 ), (2) a cross section of the neck (Fig. 11) and (3) an image of the calf muscles (Gastrocnemius and Soleus, Fig 13) . All these datasets were collected using a Cephasonics ultrasound system using a 128 linear probe transmitting at 5MHz. Both human scans were taken as part of a MIT Committee on the Use of Humans as Experimental Subjects (COUHES) approved protocol.
In addition to the sound speed images, we also collected shear wave velocity at the same location for comparison. Results for the polyurethane phantom are given in Fig. 10 , the neck in Fig. 12 and the calf in Fig 14. Shear wave data was collected using a GE Logic E9 system with a GE 9L 192 element linear probe.
For the polyurethane phantom we have an approximate ground truth sound speed map, presented in Fig 9b , measured based on transmission travel time. Background sound speed is 1440 m/s and inclusion sound speed is 1750 m/s. Compared to the sound speed field reconstruction using a single plane wave (Fig 9c) , we see that the near (top) side of the inclusion is detected correctly (with a slight velocity overshoot) but the bottom half is not. Sounds speed close to the probe is under-estimated. Closer to the inclusion, sound speed is overestimated, with large artifacts deeper into the phantom. In contrast, the three plane wave reconstruction shows significantly better results. The inclusion is fully detected, with an accuracy that is barely possible on the b-mode image. There are significantly fewer artifacts as well, but sound speed is still under estimated closer to the probe and over estimated close to the inclusion, although not as much as for the single plane-wave case.
The shear wave velocity map presented in Fig 10, shows that shear wave imaging does not fair well with this phantom. Although we do not have ground truth shear wave velocity maps, it is easy to see that the inclusion is not detected at all, and the sound speed map suffers from vertical artifacts, making the quality of these results questionable. For the neck cross section sample, the annotated b-mode image is presented in Fig. 11a with the matching anatomical sketch in Fig. 11b . We do not have a ground truth sound speed map in this case to compare to, but we do see that the recovered sound speed map follows the anatomy, differentiating between muscle, carotid artery and thyroid gland. Additionally, the recovered sound speed map for the near muscles (Sternocleidomastoid, Omohyoid and Sternothyroid) as well as the thyroid match the expected statistical values. The deeper muscles are differentiated correctly anatomically but the sound speed does seem to be over estimated. In this, case, probably due to the higher feature density, there is a much smaller difference between the single plane-wave and three plane-wave versions. Turning our attention to the shear wave velocity image presented in Fig. 12 , we can see that in this case, there is a general (though by no means perfect) correlation between the sound speed field generated by our network and the shear wave speed field. This correlation represents a general validation of our technique. Finally, we turn our attention to a cross section scan of the calf muscles, specifically the Gastrocnemius and Soleus. Fig. 13a shows the annotated b-bode image and Fig. 13b shows an anatomical sketch. In this case we explore functional imaging. Both sound speed maps are taken with the toes in flexion and under a small load to activate the calf muscles. The first frame, presented in Fig. 13c , shows an image with a straight leg, where we expect the Gastrocnemius (external muscle) to be the main active muscle. The second frame, shown in Fig. 13d , shows the results with a bent leg, where we expect the Soleus (internal muscle) to be the one doing most of the work. The contraction of the Gastrocnemius muscle is very obvious, although in the case where it is contracting, it appears that the lower half is estimated as having a low sound speed instead of high. The response of the Soleus is not as obvious, as sound speed estimation is too high in both cases, but can still be observed in the results.
As before, shear wave velocity images are presented for both cases in Fig 14. As is easily seen, theses results do not provide any meaningful information. In fact, it is our general experience that full frame shear wave velocity images on loaded muscles tend to be highly unstable at best, especially when looking at cross section slices. Based on our experience as well as results reported by other researchers, better results can be achieved when using a very limited field of view to increase frame rates combined with transverse probe positioning so that the shear waves propagate along the muscle fibers. However, in that case we lose the bigger picture regarding which parts of the muscle are activating, and the potential frame rate is still much more limited.
VI. CONCLUSIONS AND FUTURE WORK
In this paper we presented a Deep Learning framework for the recovery of sound speed maps from plane wave ultrasound channel data. Results on synthetic data are more than an order of magnitude better than our target accuracy, showing that this framework has great potential for clinical purposes.
Initial real data results are also highly encouraging, although more research is required in order to improve the results, create calibrated phantoms for validation and improve training as well as develop better simulation techniques to better train the network to deal with real data.
